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PRESSURE INFUSION BAG CORRECT STOPCOCK USE

1.	 Insert intravenous bag between 
panel (*) and pressure bag.

2.	 Hang intravenous bag on mounted hook or slide 
hanger loop through top of IV bag if applicable.

3.	 Inflate: Close valve on inflation bulb. Pump  
the inflation bulb until gauge indicates the 
proper pressure.

4.	 Rotate stopcock to “Maintain Pressure” position.

5.	 Deflate: Open valve on inflation bulb.
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